[Dual control of organ-assisting devices according to the criterion of the activity of the partially replaced organ].
The authors propose a structure of controlled accessory systems that are intended to substitute the functions of different human organs. It is shown, that during controlled process it is possible to extract the value indicating the variability of the substituted organ activity and to use it as the control criterion.